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Report of Analysis 

Identification: KVD 2nd Qtr. Ground Water 
Garcia Well 
5-15-06 

Method 
Number 

Analysis 
Date 

pH--------------- 7.82 150.1 
120.1 Specific Conductance 1610 umhosjcm @ 25 Deg.C. 

02907 
900.0 

900.0. 

7500-Ra c. 

Uranium, mg/L -------------------------
*Gross Alpha Activity, pci/L -----------

Counting Error, pci/L ------------ +/
~Gross Beta Activity, pci/L ------------

Counting Error, pci/L ------------ +/
Radium 226, pci/L ---------------------

Counting Error, pci/L ------------ +/-

Analysts: Nixon & Moore 
Calibration: Alpha - Th230 Beta - Cs137 

0.730 
677 

30 
53 

5 
1.2 
0.1 

05-16-06 
05-16-06 

06-05-06 
05-18-06 

05-18-06 

05-30-06 

~Note: EPA Method 900.0 is a drinking water screening procedure. 
Its application to waters of high total dissolved solids 
may result in unacceptably high counting errors due to 
limitation on sample size. Recommended max is 500 mg/L. 

Alternate method for determining activity may be considered. 

Lab. No. M44-1407 

Respectfully Submitted, 

Carl F. Crownover, Pres. 
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